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ABSTRACT 
Historically, the traceability of the laboratory calibration of Earth-observing satellite instruments to a primary radio- 
metric reference scale (SI units) is the responsibility of each instrument builder. For the NASA Earth Observing System 
(EOS), a program has been developed using laboratory transfer radiometers, each with its own traceability to the primary 
radiance scale of a national metrology laboratory, to independently validate the radiances assigned to the laboratory 
sources of the instrument builders. The EOS Project Science Office also developed a validation program for the meas- 
urement of onboard diffuse reflecting plaques, which are also used as radiometric standards for Earth-observing satellite 
instruments. Summarized results of these validation campaigns, with an emphasis on the current state-of-the-art uncer- 
tainties in laboratory radiometric standards, will be presented. Future mission uncertainty requirements, and possible 
enhancements to the EOS validation program to ensure that those uncertainties can be met, will be presented. 
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1. INTRODUCTION 
Beginning in the 1980's NASA embarked on a highly successful series of Earth-observing satellite missions to deter- 
mine how the land, ocean, water, and air are changing over time and to establish how much of these changes are of 
anthropogenic origin. Many of these changes have been found to be subtle and embedded in large natural variations. 
Detecting small systematic changes in the environment requires that successive series of satellite instruments be cali- 
brated to unprecedented accuracies and all aspects of their optical, mechanical, thermal, and electrical operations be fully 
characterized. Achievement of the goals outlined for the U.S. Integrated Earth Observation System (IEOS) within the 
Global Earth Observation System of Systems (GEOSS)'~~ fundamentally requires that accurate and precise measure- 
ments of the Earth and Sun be acquired over the long term. Accurate pre-launch calibration, traceable to national radio- 
metric standards, is mandatory and is the only way to ensure there is continuity in measurements from one flight system 
to the next with overlapping observations. Without traceability to standards, biases between measurement systems will 
lead to finite errors when calculating trends. 
As Earth observation transitions from the U.S. NASA EOS-era to the international GEOSS-era, data sets obtained 
from satellite instruments flown by different national and international institutions will need to be merged. To ensure 
data quality and consistency, it is critically important that the sensors are calibrated against a common scale. That com- 
mon scale is the internationally recognized International System of Units (SI). In addition to accurate pre-launch cali- 
bration and characterization, an integrated program for post-launch calibration and characterization is essential to ensure 
the accurate accounting of satellite instrument drift. Post-launch validation takes many forms and relies on on-board 
systems and comparison with ground, air, and balloon observations measuring the same parameters as the satellites. 
Comparisons are typically made between observed radiances (that is, vicarious calibration or level 1 validation) or 
between derived geophysical products. For long-term trend detection, comparisons of radiances are more desirable since 
the inversion algorithm is bypassed and the focus is on instrument sensitivity, which is most likely changing over time. 
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Facilities which calibrate and characterize satellite and validation instrumentation must demonstrably establish and 
maintain traceability to the SI by executing traceability to radiometric standards disseminated by National Metrology 
Institutes (NMIs) such as the National Institute of Standards and ~ e c h n o l o ~ ~ ~ ' ~ .  Traceability provides a means of estab- 
lishing confidence in quantitative measurements by different sensors or measurements at different times. Evaluation and 
documentation of uncertainty in measurements is an integral part in establishing traceability5. Typically the uncertain- 
ties in a radiometric measurement are validated through comparisons with other independent laboratories and institu- 
tions. At the National Metrology Institute level, key measurement comparisons organized by the International Bureau of 
Weights and Measures (BIPM) under the Treaty of the Meter establish the degree of equivalence between national labo- 
ratories (for example,   am be^). 
2. PREVIOUS TRANSFER RADIOMETER COMPARISONS 
In 1995, the EOS calibration program as part of the EOS Project Science Office (EOS) initiated a measurement assur- 
ance program to validate the radiance scales assigned to uniform sources used by satellite instrument builders and by 
vicarious calibration laboratories. For the visible to shortwave infrared wavelength range, those sources are internally 
and externally illuminated integrating spheres and diffuse reflectance panels illuminated by standard lamps. The assur- 
ance program employed a set of stable radiometers operating in the visible, near infrared, and shortwave infrared wave- 
length regions, which traveled to the instrument builder and vicarious calibration facilities to participate in radiometric 
measurement comparisons7. The radiometers have different, but well established traceabilities to primary standards. A 
description of each radiometer is given briefly below. 
2.1. EOS VXR. The EOS Visible Transfer Radiometer (VXR), built in 1996 for the EOS Project Science Office, is a 
six channel filter radiometer similar in design to the SeaWiFS Transfer Radiometer (sxR)~. The VXR was designed and 
built by NIST for the EOS Project Science Office at NASA's GSFC. Both instruments use a camera lens to focus the 
object at the field stop. Behind the field stop, six wedge-shaped mirrors with spherical curvature focus the field stop at 
six image locations, where individual interference filters and silicon photodiodes are located. An on-axis optical system 
is used to align and focus the VXR. The field-of-view (FOV) of the VXR is 2.5', and the minimum object distance is 
85 cm. The VXR filters were chosen to coincide with several visible and near-infrared bands of the MODIS, ASTER, 
and MISR instruments on the EOS Terra platform7. The VXR was calibrated against lamp-illuminated integrating 
sphere sources that were calibrated on NIST's Facility for Automated Spectral Irradiance and Radiance Calibrations 
(FASCAL)~. 
2.2. EOS SWMR. The EOS SWIXR is a scanning, double-grating monochromator-based instrumentlo. It is 
equipped with all-reflective input optics and a liquid-nitrogen-cooled indium antimonide (InSb) detector. The instru- 
ment has a full-angle field-of-view of 5.2". A cold filter with transmittance less than 10" is placed in front of the InSb 
detector to reduce stray light and thermal infrared background radiation incident on the detector. Order sorting filters 
further reduce stray light in the system. The SWIXR has a stray light rejection of a wavelength reproducibility of 
0.1 nm, and a corrected wavelength uncertainty of 0.2 nm. Chopped output from the detector is sent to a three-stage 
trans-impedance amplifier and then to a lock-in amplifier. The instrument is calibrated using the NIST Portable Radi- 
ance (NPR) lamp-illuminated integrating sphere, which is calibrated for spectral radiance in FASCAL~. The operating 
wavelengths for the SWIXR range from 800 nm to 2500 nm, with a variable bandwidth depending on the slit widths. 
2.3. UA VNIR. The University of Arizona Visiblemear Infrared Radiometer (UA VNIR) is a single channel radi- 
ometer with a manually rotated filter wheel containing seven narrow-band interference filters. The UA VNIR is a seven- 
channel filter radiometer with a detector employing three Si photodiodes arranged in a light-trapping configuration11. It 
was built and independently characterized by the UA Optical Sciences Center Remote Sensing Group. The optical 
design is based on two precision apertures separated a precisely known distance by Invar rods. The filters are placed in 
front of the first aperture and the trap detector is placed behind the second aperture. The UA VNIR channels were cho- 
sen to have center wavelengths corresponding to those in the Moderate Resolution Imaging Spectrometer (MODIS) and 
the Advanced Spaceborne Thermal Emission and Reflection Radiometer (ASTER). An eighth radiometer position is 
permanently shuttered to enable measurement of the radiometer dark signal. Traceabilty to NIST primary standards (and 
the SI) is established by calibrating the UA VNIR radiometer against standards of spectral irradiance. Two spectral irra- 
diance standards were used for the calibration: one standard came directly from NIST (F-330) and one was obtained 
from a secondary standards laboratory (F-297). The standard in both cases is a quartz halogen lamp rated at 1000 W 
mounted in a special bi-post base with calibration traceable to the NIST 199011992 irradiance scale. 
2.4. UA SWIR. The University of Arizona Shortwave Infrared Radiometer (UA SWIR) is a twelve-channel filter 
radiometer employing a liquid nitrogen cooled InSb detector1'. Three channels have band-center wavelengths below 
1 pm and nine channels have center wavelengths beyond 1 pm. Similar to the UA VNIR, the UA SWIR uses two preci- 
sion apertures to define the solid angle of its field of view. The UA SWIR channels are chosen to have center wave- 
lengths corresponding with those of the MODIS and ASTER satellite instruments. Light incident on the radiometer is 
chopped, and the detector output is sent to a lock-in amplifier. To reduce noise and increase sensitivity, the InSb detec- 
tor is operated at liquid nitrogen temperature (77"K), along with the apertures, baffles, and amplifier. To further reduce 
unwanted thermal infrared background signal, a cold filter, also at liquid nitrogen temperature, is used to block radiation 
at wavelengths longer than 2.7 pm. Traceability is established by calibrating the UA SWIR radiometer for spectral radi- 
ance responsivity using standard irradiance lamps and a diffusely reflecting Spectralon panel. The lamps are the same as 
those used in the calibration of the UA VNIR instrument. 
2.5. AIST. The National Institute of Advanced Industrial Science and Technology (AIST) ASTER radiometers are 
three single-filter radiometers built for the Japanese Observation System Organization (JAROS) with center wavelengths 
designed to correspond to the visible and near infrared wavelengths of the ASTER instrument13. The NLRM Ocean 
Color Temperature ScannerPolarization and Directionality of Earth's Reflectances (OCTSIPOLDER) are six single- 
filter radiometers built for the National Space Development Agency (Japan) (NASDA) with center wavelengths and 
bandwidths close of those to the OCTS instrumentl4. These radiometers were calibrated using an AIST copper point 
blackbody source. 
2.6. LXR. The Landsat Transfer Radiometer (LXR)'~ is a six-filter radiometer that shares the design of the SXR, 
VXR, and SeaWiFS Transfer Radiometer I1 (SXR 11)~. The LXR was built by NIST for the Landsat Project Science 
Office. The relative spectral responses for the first four LXR filter channels were configured to correspond to those for 
the Landsat ETM+ instrument16. The two narrow filter channels were chosen to match existing, similar channels in the 
VXR, SXR, and SXR I1 to facilitate comparisons between radiometers. Thus, there are four broad spectral response 
channels and two narrow ones, with the broad channels overlapping the narrow ones. The relative spectral response of 
the six LXR channels was determined using a lamp-illuminated monochromator at GSFC'~. LXR traceability was 
established by having NIST calibrate the instrument. 
2.7. SXR. The SeaWiFS Transfer Radiometer (SXR)is a six-channel filter radiometer built by NIST for the SeaWiFS 
Project at NASA GSFC~. It is the prototype for three other radiometers in the comparison campaigns: the VXR, LXR, 
and SXR 11. For these comparisons, the SXR was calibrated for radiance against the OL420 integrating sphere source at 
NIST' s FASCAL~. 
2.8. SXR II. The SeaWiFS Transfer Radiometer I1 (SXR 11)'~ is a six-filter radiometer built by the SIMBIOS Project 
at NASA GSFC. It shares the basic design of the SXR, VXR, and LXR. The light is captured by a camera objective 
lens. Wedge shaped mirrors reflect the light to six detectors with filters for the respective band. The interference filters 
and silicon photodiode detectors are temperature controlled. The signal is recorded by an external voltmeter sequentially 
from channel 1 to 6. The SXR-I1 was calibrated in yearly intervals from December 2000 to January 2003 at NIST's 
Spectral Irradiance and Radiance Calibration with Uniform Sources (SIRCUS)'~. 
2.9. 7461ISIC. NASA's GSFC maintains and operates an Optronic Laboratories Model 746, scanning, single-grating 
monochromator-based spectroradiometer equipped with a 10.2 cm diameter Integrating Sphere Irradiance Collector 
(ISIC) located at the monochromator entrance port'9. In the visiblelnear infrared wavelength region from 400 nm to 
1000 nm, the 746fiSIC collects data in 10 nm steps, with an instrument bandwidth of 10 nm. In the short-wave infrared 
spectral region from 1000 nm to 1600 nm, data are obtained every 20 nm with a bandwidth of 20 nm. In the wavelength 
region from 1600 nm to 2400 nm, data are obtained every 20 nm with a 40 nm bandwidth. A silicon detector is used for 
the 400 nm to 1000 nm spectral range, while a lead sulfide detector is used for the 1000 nm to 2400 nm spectral range. 
The 746ASIC transfers the irradiance calibration from a NIST-calibrated irradiance standard lamp to the integrating 
sphere being measuredz0. 
2.10. Comparison Results. A portion of the results from seven instrument comparison campaigns7 are shown in 
Fig. 1. Each instrument has its own set of measurement wavelengths. The relative spectral responsivities of the instru- 
ments and the spectral radiances of the sources were used to calculate the band-averaged radiances for the purpose of 
comparing results. Many of the filter radiometers share several bands that are close in wavelength. Figure 1 shows 
results from three of those wavelengths, one in the blue, one in the near infrared, and one in the shortwave infrared. For 
each wavelength, the radiometers view the same source, and the results are shown as the percent difference of each radi- 
ometer's measurements from the average for the set of measurements. For panel l a  (442 nm) the agreement among the 
measurements is 1.3%, for panel l b  (868 nm) the agreement among the measurements is 1.3%, and for panel Ic (1636 
nm), the agreement is 2.5%. 
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Fig. 1. Results from seven measurement campaigns7. The results are for three wavelengths, one in the visible, one in the near 
infrared, and one in the shortwave infrared. For each campaign and for each wavelength, these values have been normalized to the 
average for all measurements. 
(a) Measurements at 442 nm. 
(b) Measurements at 868 nm. 
(c) Measurements at 1636 nm. 
Figure 2 shows a portion of the results from transfer radiometer measurements in 1998 of the integrating sphere source 
used to calibrate the Moderate Resolution Imaging Spectroradiometer (MODIS) and the Landsat 7 Enhanced Thematic 
Mapper Plus (ETM+)~'. The results are for measurements of a single radiance level on a single day. The measurements 
are made by five of the transfer radiometers and show the percent differences of the radiometer radiances from those 
predicted from the calibration of the integrating sphere. The results in the panels include the estimated uncertainties for 
the measurements by each radiometer (k=l). For this measurement campaign, the uncertainties for the EOS VXR were 
estimated to be 2% for all but the 870 nm channel for which the uncertainty was estimated to be 3%. For this campaign 
the uncertainties for the UA VNIR were estimated to be 2.2%. For the LXR the relative standard uncertainty of the 
measurements ranged from 2% to 3% depending on the channel. For the UA SWIR, the estimated uncertainties were 
estimated to be between 3.3% and 3.9%. And for this measurement campaign the uncertainties for the EOS SWIXR 
were estimated to be 4.5%. Overall, the agreement between the transfer radiometers falls within the estimated uncer- 
tainties. 
Figure 3 shows a portion of the results from transfer radiometer measurement in 2001 of an integrating sphere source 
at NASA's GSFC'~. Again the results are for measurements of a single radiance level on a single day, and the results 
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Fig. 2. Results from the measurement campaign at the radiance source for the calibration of MODIS and Landsat ETM+ (ref. 21). 
The results are for a single lamp setting of the source. The error bars are given for k=l and reflect the estimated uncertainty for each 
instrument band at the time of the comparison. 
(a) Measurements in the visible and near infrared. 
(b) Measurements in the shortwave infrared. 
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Fig. 3. Results from a transfer radiometer comparison at NASA's GSFC in 200119. The error bars are given for k=l and reflect the 
estimated uncertainty for each instrument band at the time of the comparison. 
show the differences of the three radiometers from the radiance predicted from the calibration of the sphere. As with 
Fig. 2, the estimated uncertainties for radiometers range from about 2 % to about 3 %. And as with Fig. 2, the overall 
agreement between the transfer radiometers falls within the estimated uncertainties. 
For the measurement results presented here, the transfer radiometers are capable of validating the radiances from labo- 
ratory integrating sphere sources at the 2 % to 3 % level. 
3. PREVIOUS DIFFUSER MEASUREMENT COMPARISONS 
As a verification of the BRDF measurements related to EOS, the EOS PSO and NIST designed a round-robin experi- 
ment with four diffuse reflectors measured by five different lab~rator ies~~.  The central facility in the round-robin is the 
Spectral Tri-function Automated Reference Reflectometer (STARR) at N I S T ~ ~ .  Measurements were alternated between 
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Fig. 4. Results from the reflectance round-robin in Early et a1.". The results give the percent difference of the measurements at three 
laboratories from those at NIST. The measured sample is Spectralon. The standard uncertainties for GSFC and SBRS (k=2) are 
shown as dotted lines. The standard uncertainty for the University of Arizona (k=2) is 4 %. 
(a) Results for GSFC. 
(b) Results for NIST. 
(c) Results for the University of Arizona. 
NIST and the other laboratories. Those laboratories were at the NASA GSFC, NASA JPL, Raytheon Santa Barbara 
Remote Sensing (SBRS), and the Remote Sensing Group of the Optical Sciences Center at the University of Arizona 
(UA). The four samples were Spectralon, pressed PTFE, sintered PTFE, and alurninumzZ. 
Figure 4 shows measurements results for the Spectralon panel. Measurements were made at 440, 550, 633, 670, 860, 
and 940 nm. Measurements were made at incident polar angles of 0, 30, 45, and 60 deg., and at viewing polar angles 
from -60 to +60 deg in 10 deg steps. Figure 4 shows the results for Spectralon averaged over the set of viewing angles. 
The results are given as the average percent difference of the laboratory measurements from NIST. For GSFC and 
SBRS, the dotted lines give the standard uncertainties for the laboratory measurements (k=2). For the University of Ari- 
zona, the standard uncertainty (k=2) is 2 %. For the results in Fig. 4, the agreement among the laboratories with NIST is 
at the 1.5 % level. Overall, the experiment showed that the laboratories in the round-robin were able to make measure- 
ments within 2 % of the values reported by NIST. 
Subsequently, a reflectance round-robin was performed by three laboratories for measurements at wavelengths in the 
near ultravioletz4. These laboratories were NIST, GSFC, and the TPD TNO (formerly the TNO Institute of Applied 
Physics) in the Netherlands. The measurements were made at the standard wavelengths for the Total Ozone Mapping 
Spectrometer (TOMS) - 308.6, 312.5, 317.5, 322.2, 331.2, and 360.0 nm - and at the standard incident and viewing 
GSFC 12/98 
A TDP TN02199 
0 GSFC 9/99 
Wavelength (nm) 
Fig. 5. Results from the reflectance round-robin in Butler et a~. '~. The results show the measured BRDF from each laboratory. The 
error bars give the standard uncertainty (k=l) for each laboratory. 
polar angles for the instrument - 41 and 39 deg., respectivelyz4. Figure 5 gives the results for one of the TOMS diffuser 
samples (SN 001). The measurement sequence among the three laboratories were GSFC (December 1998), TNO TPD 
(February 1999), NIST (March 1999), and GSFC (September 1999). The repeated measurements at GSFC were 
designed to give an indication of changes, if any, in the samples. Figure 5 also includes the standard uncertainty (k=l) 
for each of the laboratories during the round-robin: 0.75 % for GSFC, 0.5 % for TPD TNO, and 0.6 % for NIST. As 
shown in Fig. 5, the measurements at each wavelength agree to within the k=l uncertainties. Overall, the agreement 
between the three laboratories was at the 1 % level. 
4. DECREASING UNCERTAINTIES IN FUTURE TRANSFER RADIOMETER MEASUREMENTS 
For the measurement campaigns in Section 2, uncertainties of 2 % to 3 % in the transfer radiometer measurements of 
the uniform radiance sources used in the calibration of the satellite instruments were adequate for prelaunch calibration 
requirements for the instrument builders. For the EOS era, the requirements for the instrument system level pre-launch 
radiance calibration were set at the 4 to 5 % level, of which source calibration uncertainty was the dominant term. For 
future instruments with improved capabilities, these calibration and characterization requirements will become more 
stringent. As a result, improvements in the uncertainties for the transfer radiometers will be necessary. A substantial 
portion of this improvement can come from better characterization of the radiometers. 
4.1. Monitoring Radiometer Changes Between Calibrations. Recently developed calibration facilities, such as the 
Spectral Irradiance and Radiance Calibration with Uniform Sources (SIRCUS) facility at NIST, allow radiometer cali- 
brations at the sub-percent level. However, the calibration of a transfer radiometer at SIRCUS has little value unless the 
stability of the radiometer's measurements over time has been determined. Routine calibrations of an individual radi- 
ometer at a primary calibration facility several times per year is impractical and time consuming. In contrast, measure- 
ments of a diffuse light source, such as an integrating sphere or a lamplplaque can be done on a routine basis. In most 
cases, a dedicated test fixture should be practical to be devised, that is, a fixture that allows reproducible positioning of 
the radiometer relative to the test source. In addition, reproducible operating conditions for the source (lamp current, or 
currents), plus reproducible ambient conditions (temperature, for example), should be established to provide a consistent 
flux reference for the radiometer over time. Of course, the outputs of spheres or lamplplaque arrangements do change 
over time as the lamps and diffuse surfaces age. Except for lamp failures, these changes are expected to occur slowly 
over time causing a decrease in the radiance from the source. Experience has shown that these changes occur more rap- 
idly at shorter wavelengths, so the flux from the sources tends to become more "yellow." 
An example of long-term measurements of an integrating sphere by a transfer radiometer is shown in Fig. 6. In this 
example, the radiometer is the EOS VXR and the spheres are the NIST Portable Radiance (NPR) sourcez5 and the NIST 
Portable Radiance 2 source (NPR2), which is a copy of the NPR. The figure gives the signals from the VXR 870 nm 
band after normalization. For each sphere source, the signals are normalized to the average for the set of measurements. 
Potential variability in the radiances from the spheres are not considered in these time series. For the measurements of 
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Fig. 6. Measurements of the NPR and NPR2 spherical integrating sources by the EOS VXR. For each source, the signals from the 
VXR are normalized to the average value for the set of measurements. The range of the vertical scale is +1 %. The changes in the 
measurements come from changes in the sources as well as the radiometer. For the purpose of monitoring changes in the radi- 
ometer, these data are sparse, since possible changes in the data gaps are not shown. 
the NPR, the maximum difference in the VXR signals is one-half percent over 24 months. For the measurements of the 
NPR2, the maximum difference is one percent over 18 months. 
For the NPR measurements in late 2006 and early 2007, the scatter in the results is around one-half percent. This 
scatter is a substantial portion of an uncertainty budget at the 1 % level. Unfortunately, the sparseness of the data set 
does not allow a better characterization of the scatter. For the tracking of transfer radiometer changes to be effective, 
sphere measurements must be made routinely and on a regular schedule - once a week, on the same day each week. The 
routine and regular basis for these measurements will create a consistent time series. The time series suggested here will 
not resolve problems in the routine measurements, such as the scatter in the NPR measurements in 200612007 or the 
change in the NPR2 measurements over the same time period. These will need to be examined independently. 
The time series is only part of a program that includes regular calibrations of the transfer radiometer and the sphere, on 
an annual basis. The calibrations will allow resolution of the source of the long-term changes in the sphere measure- 
ments. And the long-term sphere measurements will give an understanding of the changes in the transfer radiometer 
between calibrations. Intermittent calibrations of these radiometers are inadequate to track their changes over time26. 
They must be performed on a routine basis as well. 
4.2. Mapping Radiometer Fields-of-View. The measurement equation for a transfer contains terms 
for both the spectral and spatial response of the radiometer. In general, the relative spectral responses for the transfer 
radiometers are well determined, both in the in-band and out-of-band regions. However for most of these instruments, 
the relative spatial response is not that well determined. For one of the instruments in Section 2, the SXR, the relative 
spectral response has been determined and documented8. At the 1 % level, knowledge of the spatial response becomes 
important since the outputs of the spheres are not necessarily constant across their apertures. 
4.3. Mapping Sphere Apertures. Since different transfer radiometers have different fields of view, it is important to 
map the output of the integrating spheres at the instrument vendors and the vicarious calibration facilities. A map of the 
aperture of the NIST Portable Radiometer (NPR) is shown in Brown and ~ohnson~'. The actual properties of the radi- 
ometers and the source under study contribute to the measurement equations. These properties can contribute to instru- 
ment-to-instrument differences in the results from the measurement campaigns. 
4.4. Wavelength Interpolation. The interpolation in the spectral radiance (or irradiance) reference values and the 
spectral responsivity values for the transfer radiometers to a common wavelength interval for the purpose of determining 
band-averaged radiances should be considered in more detail. The calibration values in spectral radiance are sparse, 
with separations as much as 50 nm, and spectral features cannot be captured with analytical fits such as cubic spline or 
linear interpolation. In addition, because the underlying values have uncertainty, it is questionable to select methods 
such as cubic spline that force agreement with the calibration value. For the spectral responsivity data, spectral radi- 
ance(or irradiance) values must be acquired at the system level over the full spectral range over which the detector has 
response, again with sufficient resolution to accurately represent the instrument's responsivity. 
5. EXPANDING DIFFUSER BRDF MEASUREMENT CAPABILITIES TO BETTER SUPPORT 
ON-ORBIT REFLECTANCE CALIBRATIONS 
5.1. Shortwave Infrared BRDF Measurements. The BRDF measurement capabilities of the NIST Spectral Tri- 
function Automated Reference Reflectometer (STARR) facility and many other secondary measurement facilities must 
be expanded to include bi-directional measurements over the 1000 nm to 2500 nm spectral interval. Users require labo- 
ratory measurements of BRDF to uncertainties of 1% or better (k=l), to meet typical system level and on orbit reflec- 
tance measurement requirements of 2% or better29 across the entire reflected solar wavelength region. High accuracy 
BRDF measurements in the shortwave infrared are more challenging than those in the visible and near infrared. This is 
partially due to the need to use cooled detectors of known linearity to work in this region and the lower incident and 
hence reflected light levels realized. From 400 to 900 nm, the uncertainty of BRDF measurements from the NIST 
STARR facility on Spectralon samples is better than 0.6 % (k=2) for scatter angles up to +60° (NIST BRDF Measure- 
ment Report Test Number 8441271744, April 26, 2005) and meets the user BRDF specification in this wavelength 
region. Since many secondary laboratories employ NIST measured diffuse targets in a relative BRDF measurement 
approach, uncertainties in BRDF from these standards laboratories will be greater than the NIST uncertainty. However, 
this apparently good news concerning low BRDF measurement uncertainties in the visible and near infrared does not 
satisfy the real requirement for similarly high quality BRDF measurements in the shortwave infrared. 
5.2. Goniometric Limitations of BRDF Measurement. Earth observing instruments deploy solar illuminated dif- 
fuse targets to monitor on-orbit radiance responsivity over the solar reflective wavelength region. For any given satellite 
instrument, the range of angles of on-orbit illumination of the target by the Sun usually does not lie in the same plane as 
the angle at which the instrument views the target. Since no diffuse target is a perfect Lambertian scatterer, measure- 
ment of the BRDF over the geometrical range of out of plane incident and scatter angles experienced on-orbit is recom- 
mended. Depending on the solar illumination/instrument viewing relative geometries and the surface versus bulk scat- 
tering properties of the diffuse target, the deviation from the perfect Lambertian scattering case can be significant. This 
leads to the requirement for goniometers which can position the incident light and scatter detector at any set of angles 
above the scattering hemisphere of the diffuse target. 
5.3. Sample Size and Sample Uniformity Limitations of BRDF Measurements. On-board diffuse targets vary 
widely in size and, by inference, weight. For example, the roughened aluminum flight diffusers used by the ultraviolet 
Total Ozone Mapping Spectrometer (TOMS) FM2 were on the order of 25 mm by 18 mm, while the largest dimension 
of the YB-71 painted flight diffuser for the Landsat ETM+ instrument was on the order of 530 mm. In order to meet the 
BRDF measurement requirements on flight diffusers, goniometric sample stages must be appropriately designed to 
accommodate a wide range of mounting adapters. In addition, BRDF measurement facilities such as STARR and the 
GSFC Diffuser Calibration Laboratory (DCL) illuminate diffuser areas which are typically smaller than the areas viewed 
by satellite instruments. In the absence of diffuser reflectance non-uniformities, this is not an issue. However, depend- 
ing on the material, diffusers may exhibit significant spatial reflectance non-uniformities which must be measured over 
the field of view of the satellite instrument. An x,y raster or uniformity reflectance imaging capability in a scatterometer 
are required to enable these measurements to be made. 
5.4. Sample Shipping, Storage, and Handling. Contamination of diffuse target surfaces during shipping, storage, 
measurement, or handling directly impacts target reflectance and must be avoided in intercomparing and validating 
BRDF measurements between metrology laboratories at the 1 % level. A proven technique for shipping diffuse targets 
while eliminating contamination was developed by the TOMS project. The TOMS project successfully employed a 
metal box with an o-ring edge seal and one-way vent valve to ship their diffusers between calibration facilities. Three 
Spectralon diffusers were securely mounted in the box with no surfaces in contact with the optically diffuse sides of the 
targets. When not in use or being measured, diffuse targets should be stored in clean sealed boxes or containers made 
from non-outgassing material. Measurement and deployment of targets should take place in a cleanroom environment. 
Handling of exposed diffuse targets should be performed in a cleanroom environment using gloves which do not emit 
particulates or leach hydrocarbons. Adherence to the above procedures will be necessary to achieve validated BRDF 
measurements at the sub 1% level. 
6. ENHANCEMENTS TO THE EOS CALIBRATIONNALIDATION PROGRAM IN AN EFFORT 
TO MEET FUTURE REMOTE SENSING REQUIREMENTS 
Understanding the processes behind global climate change involves the measurement of small changes in optical sig- 
nals from the Earth using instrumentation with low measurement uncertainties and high stabilities3'. The initial and only 
opportunity to determine the measurement uncertainty and stability of an Earth observing satellite instrument under con- 
trolled, hands-on, conditions is during its pre-launch calibration and characterization in the cleanroom. The EOS cali- 
bration program attempted to address the pre-launch measurement uncertainty issue through series of radiometric meas- 
urement comparisons and reflectance round-robins involving instrument builder and validation facilities. These cam- 
paigns not only validated the radiometric scales and measurement capabilities of these facilities but also were most 
effective in enabling the peer measurement community to review and suggest improvements in the measurement meth- 
odologies of the participating institutions. 
According to Ohring, et a~.~ ' ,  the required accuracies for radiance and reflectance measurements of the Earth in the 
visible through shortwave infrared for certain geophysical products are as low as 2 %. In the EOS integrating sphere 
measurement comparisons and reflectance round robins, integrating sphere radiances and diffuse target reflectances were 
validated to approximately that level, meaning that the uncertainty budgets for those geophysical products were largely 
consumed by the ability to calibrate and validate the sources and targets. Additional uncertainty terms cause the target 
measurement uncertainties to be exceeded. 
Based upon the EOS experience, advancements or enhancements in pre-launch satellite instrument calibration and 
characterization will be realized through improvements in testing instrumentation and measurement methodologies 
which ultimately lead to better absolute standards and more fully account for sensor characterization issues. By leverag- 
ing on the significant database of historical radiance and monitor housekeeping measurements of the NPR integrating 
sphere, improvements to the general design and operation of integrating spheres are possible. Likewise, similar 
improvements could be realized in the setup and measurement of lamp-illuminated panels, a commonly used radiance 
calibration source. For the next generation of remote sensing instruments employing two-dimensional, multi-detector 
focal plane arrays, new calibration and characterization hardware approaches and techniques will be necessary to char- 
acterize and understand their optical performance. In response to the often relaxed requirement of calibrating a satellite 
instrument "as it flies using representative scenes," NIST is coupling spectrally tunable light sources with spatially pro- 
grammable projection systems to produce a hyperspectral image projector The HIP produces complex 
spectral, high fidelity spatial scenes similar to those remotely sensed by a satellite in~trument~~.  In support of the cali- 
bration of reflectance-based instruments, MST is also developing improved laser based measurement techniques to per- 
form the system-level calibration and characterization of on-board diffuse reflectance systems35. A long-standing issue 
which has challenged many remote sensing instrument programs is radiance calibration in the region of the 1.38 
micrometer water vapor absorption band. The complete but potentially expensive solution to this problem is to design 
and calibrate uniform radiance sources and radiometers for operating in vacuum. 
7. CONCLUSION 
Target radiance and reflectance calibration uncertainties for the EOS satellite instruments operating in the visible 
through shortwave infrared wavelength region were 4 to 5 % and 2 % (k=l), respectively. The EOS radiometric meas- 
urement comparisons validated the calibration of the integrating sphere sources used in satellite instrument calibrations 
to the +3 % level in the visible and near infrared and to the +5 % level in the shortwave infrared. The EOS reflectance 
measurement round robins validated the calibration of diffuse calibration targets to the +2 % level. The radiance and 
reflectance measurements of all participating facilities were within their combined measurement uncertainties. The 
radiometric and reflectance measurement comparison results reveal that for specific wavelengths, radiance levels, and 
reflectance geometries, a significant portion of the instruments' system level radiance and reflectance calibration uncer- 
tainty budgets are consumed by uncertainty in the calibration of sources and artifacts. In the post-EOS era, the calibra- 
tion uncertainties of sources and artifacts will decrease through a series of near and long-term improvements in testing 
instrumentation and measurement methodologies. For the radiance calibration and validation of integrating sphere 
sources, this includes long-term monitoring of transfer radiometer responsivity changes between integrating sphere cali- 
bration deployments, mapping of radiometer fields-of-view, mapping of sphere aperture radiance uniformity, and uni- 
formity in the interpolation of radiancelirradiance reference values and radiometer spectral responsivity. For reflectance 
calibrations, this includes: implementation of a low uncertainty BRDF measurement capability through the shortwave 
infrared; implementation of full out-of-plane and BRDF uniformity measurement capabilities, particularly in those 
facilities making measurements on flight articles; implementation of sample stages capable of handling a wide variety of 
sizes, shapes, and weights of diffuse on-board targets; and implementation of protocols to eliminate contamination of 
diffuse targets. For the next generation of remote sensing instruments employing two-dimensional, multi-detector focal 
plane arrays, new calibration and characterization hardware approaches and techniques will be necessary to characterize 
and understand their optical performance. In accord with the recommendation to calibrate an instrument "as it flies 
using representative scenes," NIST is developing an advanced radiance calibration source capable of producing complex 
spectral, high fidelity spatial scenes similar to those remotely sensed by a satellite instrument. In support of the calibra- 
tion of reflectance-based instruments, NIST is also developing improved laser based measurement techniques to perform 
the system-level calibration and characterization of on-board diffuse reflectance systems. 
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